[Comparative study of different artificial heart designs].
The results subsequent to investigations of 3 artificial heart constructions effected on a hydrodynamic stand are reported. The values of the artificial heart resistances during the systole and diastole were determined, these being shown to stand close to one another in all of the designs under review.